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EC detlanation Of Conformity

C€

according to EMC Directive 2004/108/EC

that the following equipment complies with the appropriate basic safety and health requirements of the EC
Directive based on its design and type, as brought into circulation by us. In case of alteration of the
equipment, not agreed upon by us, this declaration will lose its validity.

Applicant : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,
South korea

Manufacturer : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,
South korea

Report No. : STD-CE-14102

Equipment Description : Alkaline Water lonizer

Equipment Type : Crewelter

Trade Model : CREWELTER, CREWELTER ###, LIFE###, ALKAZEN,
ALKAZEN###, GALAXY, GALAXY###

Note) The suffix “#" on the model reference represents A to Z or 0 to 9 according to
buyer's request.

Test Required : EN 61000-6-3:2007/A1:2011
EN 61000-6-1:2007
EN 61000-3-2:2006/A2:2009
EN 61000-3-3:2008

Jinnys Co., Ltd

TESTED by : Date: July 25, 2014 Signature

Standard Engineering Co. Ltd. ’
EMC Laboratory o m a( ” ? a
T 1]

145, Hwanggeumteo-gil, Eumam-myeon, Seosan-si,

Chungcheongnam-do 356-844, Republic of Korea

Tel.: +82-41-663-9436, Fax :+82-41-663-9434 I . E
e-mail: stdeng@stdeng.com _73?7)' SD ?0”! President
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EC detlanation Of Conformity

C€

according to EMC Directive 2004/108/EC

that the following equipment complies with the appropriate basic safety and health requirements of the EC
Directive based on its design and type, as brought into circulation by us. In case of alteration of the
equipment, not agreed upon by us, this declaration will lose its validity.

Applicant : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,
South korea

Manufacturer : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,
South korea

Report No. : STD-CE-14103

Equipment Description : Alkaline Water lonizer
Equipment Type : FAMATE
Trade Model : Famate , FAMATE####, LIFE####, ENKION, ENKION##HH#

Note) The suffix “#" on the model reference represents A to Z or 0 to 9 according to
buyer's request.

Test Required : EN 61000-6-3:2007/A1:2011
EN 61000-6-1:2007
EN 61000-3-2:2006/A2:2009
EN 61000-3-3:2008

Jinnys Co., Ltd

TESTED by : Date: July 25, 2014 Sigpature

Standard Engineering Co. Ltd. !

EMC Laboratory ‘m @ ”

145, Hwanggeumteo-gil, Eumam-myeon, Seosan-si,

Chungcheongnam-do 356-844, Republic of Korea

Tel: +82-41-663-9436, Fax :+82-41-663-9434 PRESIDENT [ AUTHORIZEDSIGNATURE
e-mail: stdeng@stdeng.com ]B?T:)' SD ‘Kml / President
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EC detlanation Of Conformity

C€

according to EMC Directive 2004/108/EC

that the following equipment complies with the appropriate basic safety and health requirements of the EC
Directive based on its design and type, as brought into circulation by us. In case of alteration of the
equipment, not agreed upon by us, this declaration will lose its validity.

Applicant : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,
South korea

Manufacturer : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,
South korea

Report No. : STD-CE-14101

Equipment Description : FAUCET

Equipment Type : Crewelter Faucet

Crewelter Faucet, CREWELTER#### FAUCET, FAUCET Famate Faucet,
Trade Model : FAMATE####FAUCET, LIFE#### FAUCET, ENKION FAUCET,

ENKION#### FAUCET, ALKAZEN FAUCET, ALKAZEN###HH#

FAUCET, GALAXY FAUCET, GALAXY#### FAUCET

Note) The suffix “#" on the model reference represents A to Z or 0 to 9 according to

buyer’s request.

Test Required : EN 61000-6-3:2007/A1:2011
EN 61000-6-1:2007

Jinnys Co., 1.td

TESTED by : Date: July 25, 2014 Signature

D ol moghsdeto G e 7\'c'm 5 M? @a

145, Hwanggeumteo-gil, Eumam-myeon, Seosan-si,

Chungcheongnam-do 356-844, Republic of Korea
Tel.: +82-41-663-9436, Fax 1+82-41-663-9434 E
e-mail: stdeng@stdeng.com 8?7:)! m / President
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Verification of Conformity

This device is in conformance with Part 15 of the FCC Rules and Regulations for Information
Technology Equipment, Operation of this product is subject to the following two conditions:
(1) THIS DEVICE MAY NOT CAUSE HARMFUL INTERFERENCE, AND
(2) THIS DEVICE MUST ACCEPT ANY INTERFERENCE RECEIVED INCLUDING
INTERFERENCE THAT MAY CAUSE UNDESIRED OPERATION

Applicant : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,

South korea
Manufacturer : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,

South korea
Report No. : STD-FCC-14037
Equipment Description : Alkaline Water lonizer
Equipment Type : Crewelter

Trade Model : CREWELTER, CREWELTER ####, LIFE####, ALKAZEN,
ALKAZEN###, GALAXY, GALAXY####

Note) The suffix “#” on the model reference represents A to Z or 0 to 9 according to
buyer’s request.

Test Required : FCC 47 Part 15 subpart B (Class B)
ANSI C63.4 - 2009.

inny .
Date: July 25, 2014 .'S:Zs_e,rm‘lr]r-uJ"le':nrl:S s Co ’ Ltd

Kim Sany Do

Ry S Kt Dot O

Standard Engineering Co., Ltd.

stanoarn 145, Hwanggeumteo-gil, Eumam-myeon, Seosan-si, Chungcheongnam-do 356-844, Republic of Korea
=== Tel: 82-41-663-9436, Fax:82-41-663-9434, e-mail: stdeng@stdeng.com
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Verification of Conformity

This device is in conformance with Part 15 of the FCC Rules and Regulations for Information
Technology Equipment, Operation of this product is subject to the following two conditions:
(1) THIS DEVICE MAY NOT CAUSE HARMFUL INTERFERENCE, AND
(2) THIS DEVICE MUST ACCEPT ANY INTERFERENCE RECEIVED INCLUDING
INTERFERENCE THAT MAY CAUSE UNDESIRED OPERATION

Applicant : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,

South korea
Manufacturer : JINNYS CO., LTD.

Address : 76 Munam-ro, Dongnam-gu, Cheonan-si, Chungcheongnam-do,

South korea

Report No. : STD-FCC-14038

Equipment Description : Alkaline Water lonizer

Equipment Type : FAMATE

Trade Model : Famate , FAMATE###, LIFE####, ENKION, ENKION#####
Note) The suffix “#” on the model reference represents A to Z or 0 to 9 according to

buyer’s request.

Test Required : FCC 47 Part 15 subpart B (Class B)
ANSI C63.4 - 2009.

Jmn rs Co., Ltd
Date: July 25, 2014 fure 3 :
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Standard Engineering Co., Ltd.

staoarn. 145, Hwanggeumteo-gil, Eumam-myeon, Seosan-si, Chungcheongnam-do 356-844, Republic of Korea
=== Tel: 82-41-663-9436, Fax:82-41-663-9434, e-mail: stdeng@stdeng.com
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KOREA MUSLIM FEDERATION

732-21 Hannam-dong, Yongsan-gu, Seoul 140-912, Korea
Tel : (82-2) 793-6508, (82-2) 794-7307, Fax : (82-2) 798-9782
www.koreaislam.org

HALAL CERTIFICATION

EEESRERE

KMFHC17-113 Date: 04. Mar. 2017

TO WHOM IT MAY CONCERN

Halal Committee of Korea Muslim Federation hereby certifies that the
products listed below mentioned have met the Halal requirements in

accordance with the Islamic law.

1. ALKALINE WATER IONIZER(CREWELTER)
(One Product Only)

Manufacturer & Distributer : Jinnys Co., Ltd.
-Head officer Rmdl3, Business Center(B.1.C), Bokjikwan,
Baekseok University, 76 Munam-ro, Dongnam-gu, Cheonan-
si, Chungcheongnam-do, South Korea
=Plant: Rm 202, 185, Bveolmang-ro. Danwon-gu. Ansan-si,

Gyeonggi-do. South Korea

Valid until : 03. Mar. 2018

Yours in kelam

Muh
Chairman of the Halal Committee

ad Kim Dong Soo

gﬂ—@@s@m@g@m@—
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Certificado NOM de Producto

FSP-6R28
No. de acreditacion "20/12" por la entidad mexicana de acreditacion, a.c.
Vigente a partir del 06/03/12

Certificado No.12722.1.17
Modificacion: 0

Cancela al: NA

Ampliado de: NA
Renueva a: NA

Factual Services, S.C. como Organismo de Certificacion de Producto debidamente acreditado y aprobado en los términos
de la Ley Federal de Metrologia y Normalizacion de conformidad con los art 1, 2, 3, 52, 53, 68, 70, 70-C, 73, 74, 79, 80 y
demas relativos y aplicables de la Ley, asi como del mismo Reglamento de la Ley Federal de Metrologia y Normalizacion,
otorga el presente certificado de conformidad con base en el informe de pruebas AE2598/2016, emitido por el laboratorio
Ampliequipos, S.A. de C.V. con numero de acreditacién y aprobacion EE-0094-007/11, bajo la Norma Oficial Mexicana:

NOM-003-SCFI-2014.

De acuerdo a los procedimientos internos de Factual Services, S.C. y con respecto al numero de solicitud 12722 se otorga
el certificado mediante la modalidad o esquema Certificacion con seguimiento del producto en punto de venta o en la
comercializacion a la empresa RAUL ARTURO LORENZINI MANDUJANO con domicilio Av. Nuevo Leén No. 253 Local
A, CP. 11800, Col. Escandodn, Del. Miguel Hidalgo, MEXICO DF .

El certificado avala al siguiente: PRODUCTO

Producto; Filtro lonizador de Agua

Categoria: Nuevo Fraccion arancelaria: 84212199

Marca: JINNY'S, VIESANTEC, ALTHEA, ALTHEA ALTERNATIVE HEALTH

Modelo(s): CREWELTER, SP-1400, ENKION, SP-900, SUI

Pais (es) de Origen: COREA (REPUBLICA DE) (COREA DEL SUR)

Pais de Procedencia: COREA (REPUBLICA DE) (COREA DEL SUR)

Caracteristicas electricas: 110 - 127 V-~ 50 - 60 Hz 120 W

Método de Prueba de acuerdo a Norma Mexicana: NMX-J-521/1-ANCE-2012

El presente certificado es expedido en la Ciudad de México y entra en vigor el dia 31 de marzo de 2017 y su vigencia
caduca el dia 31 de marzo de 2018, El certificado puede ser utilizado para los efectos que el interesado convenga,
cumpliendo los acuerdos firmados en el contrato 0910/E/193.

La vigencia del presente certificado estara sujeta al resultado del seguimiento efectuado al producto segun la modalidad o
esquema antes mencionada.

La marca de Factual Services, S.C. se debe de ostentar, en forma legible, discernible e indeleble en los productos que
ampara el presente certificado de conformidad. Tanto la contrasena oficial como la marca de Factual Services, S.C. estaran
sujetas al cumplimiento de los seguimientos durante la vigencia del certificado.

n las Politicas y
iario Oficial de
a norma.

Los documentos normativos que se utilizaron para dar cumplimiento a la norma antes menciona
Procedimientos para la Evaluacion de la Conformidad emitidas por Secretaria de Economia y publi
la Federacion; o en su defecto, los Procedimientos de Evaluacion de la Conformidad descritos

L f-

Sls

Auditor de Producto

Av. Insurgentes Sur #594 Despacho 303, Col Valle, México,
Delegacion Benito Juarez, C.P. 03100, ¢ ionelectricos@fact

Rev.16 02/03/16
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CERTIFICATE OF PRODUCT-SPECIFIC APPROVED EXPORTER

O % G L s

(Name of Company) C(JINNYS CO., LTD.)

O F 2 1 31065 THEE AJA FEHT EUE 76 (A F) WY
(Address) EA % AJEHAE 3182

Od E #: HEE

(Representative) (JERRY SD KIM)
O 9l = W F (Customs Authorisation No.) @ 010-15-200151

AAR¢1F EF Y Y (List of Certified Products)

] F(4ehe]) AHTHEA AFfFra77)

[HS No.(4-digit)] (Name of FTA) (Validity Period)
8421 FH-El 15-05-15-20-05-14
8421 Gh-of 4| ¢t 15-05-15~20-05-14
8421 %= 17-06-20-22-06-19

9 QAE ARTARAY olAe A wAMe S0l Be WE, A2E1Y
of weh F2E AUAAFLEAR AFFU

We hereby certify that the above company is authorised as "Product-specific

N oL
L

approved exporter" in accordance with Article 12.1 of The Act on Special
Cases of the Customs Act for the Implementation of Free Trade Agreements, .

2017306920
(2017 / 06 / 20)

EER R

Head of SEOUL Customs [I]E]2

PS5 aa25 R aga5eaAa 2825252525252 5252525 252525252

el T oo e T e Tl e Tel e Tl Tl T el [ Tl T el Tl Tl T el Tl Tl T el Tk ]

1/1
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eIEB S (No.) : KTL-AAB-040001

=)l HE X S&#c JIE HEAAZAM

(Certificate of GMP)

m YXE /BIIHS (Company name of Applicant / License No.)

XILIA / Kl 48188
JINNYS

m O EX (Representative)
2ZIM ST ( JERRY SD KIM )

n HH ATHZX (Company address of Applicant)
ZI| QHAtA| BRI EYZ 185, BE 28 2025 (H2=, AME2H5214118)

#2-202, #B-dong Siwha-Industrial Complex 5ra-411, 185, Byeolmang-ro, Danwon-gu,
Ansan-si, Gyeonggi-do, 425-836 KOREA

m HELY (Name of Manufacturer)

XLA

JINNYS

B HEA ATHI (Address of Manufacturer)

Bz CHMAl SR E2 185, BE 25 2028 (€3E, A3I3E5214118)

#2-202, #B-dong Siwha-Industrial Complex 5ra-411, 185, Byeolmang-ro, Danwon—-gu,
Ansan—si, Gyeonggi—-do, 425-836 KOREA

n ESZ (Category)

A5E S8 44|

QEJ|J| HE L BE2EI=N HEets el ASLICH
(We hereby certify that the above manufacturer complies with Korea
Good Manufacturing Practices of Medical Devices for the product(s) listed above)

Z# TH(Date of Issue) : 2015. 04. 10
S &7J|2HDate of Expiration) : 2018. 04. 09
¢-3 F10| K| EFAIZE=O|OFEEO} XY -

( p O— I%_lE—l“'IEI_I—%

c" GYEONGIN REGIONAL FOOD AND DR
ADMINISTRATION

BRUYEISAMNEHY
Korea Testing Laborator .
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